Water-borne contamination of intrauterine pressure transducers.
Internal intrapartum fetal monitoring has been implicated as a source of maternal and fetal sepsis. We report water-borne contamination of a component of the intrauterine pressure transducer and suggest that this may be a potential source of nosocomial infection.